Many laboratory workers prefer the rhodamine-auramine method of staining acid-fast bacilli (AFB) in primary specimen smears rather than carbol fuchsin stains because the stain is more readily interpreted and yields greater sensitivity. The increasing incidence of AFB infections serves as an impetus to optimize the rhodamine-auramine stain. A total of 782 primary smears were evaluated blindly by the rhodamine-auramine method at both room temperature and 3rC. Between 1953 and 1984, the number of reported cases of tuberculosis in the United States declined. Since then, the upward trend in the incidence of tuberculosis has continued steadily. The increase in the number of human immunodeficiency virus-infected individuals with tuberculosis and outbreaks of multidrug-resistant tuberculosis underscore the need for rapid identification of infectious patients (2, 4, 5, 7). Although the definitive diagnosis of tuberculosis is dependent on the isolation and identification of the causative agent, Mycobacterium tuberculosis, acid-fast microscopy remains the most rapid initial step in diagnosis. Two types of acid-fast stains are commonly used, one employing basic fuchsin (ZiehlNeelsen and Kinyoun) and the other using a fluorochrome (rhodamine-auramine). The rhodamine-auramine method of staining acid-fast bacillus (AFB) smears is preferred because fluorescing bacilli are more readily detected than fuchsinstained bacilli. Rhodamine-auramine-stained 
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RESULTS
A total of 782 duplicate primary smears were stained and blindly evaluated. Thirty-five (4.5%) of the smears were positive for AFB. All 35 (100%) of these smears were positive when stained with rhodamine-auramine at 37°C. In contrast, 30 smears (85.7%) were positive when stained with the conventional rhodamine-auramine room temperature protocol. Thus, 14.3% of the smears were positive only with staining at 37°C. No smears were positive only when stained at room temperature.
Relative quantities of organisms per smear were compared for the 30 smears positive by both methods. Thirteen (43.3%) of 30 smears demonstrated greater quantities of AFB when stained with rhodamine-auramine at 37°C. Thirteen (43.3%) of 30 smears had equal amounts of AFB on both smears, and only 4 (13.3%) of 30 smears had greater quantities of AFB when stained with rhodamine-auramine at room temperature (Table  2) .
Of the 782 specimens cultured for mycobacteria, 72 (9.2%) were positive. M. tuberculosis was isolated from 21 (29.2%) of the specimens; the M. avium complex was isolated from 29 (40.3%) of the specimens; M. gordonae was isolated from 20 (27.8%) of the specimens; and 1 specimen each grew M. chelonae and M. simiae. One specimen that was smear positive by both staining methods was culture negative. In addition, two specimens that were smear positive when stained at 37°C but negative by conventional staining were culture negative. Cul- (3, 6) . Detection of AFB in primary specimen smears is often the first evidence of infection (1), and in institutions where the prevalence of M. tuberculosis is high, rapid identification and isolation of potentially infectious patients are essential.
The use of a fluorochrome acid-fast stain, such as rhodamine-auramine, is recommended because of its increased sensitivity and ease of interpretation compared with carbol fuchsin stains. The accepted practice is to stain smears with rhodamine-auramine at room temperature. With the exception of the report by Truant et al. (11), we are unaware of any reports on the results of staining at a higher temperature. In the present study, staining with rhodamine-auramine at 37°C increased smear positivity by 14.3% over the conventional room temperature method. Not only did 43.3% of the smears positive by both staining methods show greater quantities of AFB when stained at 37°C, but 4 (30.8%) of those 13 smears showed at least 2 orders of magnitude more organisms than did the smears stained at room temperature. Thus, staining at 37°C increased overall smear sensitivity and may enable the visualization of greater numbers of AFB in a smear.
The majority of cultures with positive smears grew the M avium complex. This undoubtedly reflects the higher incidence of the M avium complex at our institution. In institutions in which the isolation of M tuberculosis is predominant, the increase in smear sensitivity could contribute to quicker isolation and treatment of infected patients. In this study, there were three instances in which a positive smear was not confirmed by culture. These specimens, a lung tissue sample and two sputum samples, were from patients with a recent history of treated tuberculosis or M avium complex infection. This previous treatment is a likely cause of the negative culture.
Staining at 37°C is no more difficult than staining at room temperature and requires only that the rhodamine-auramine stain be prewarmed prior to use. In addition, technologists may prefer the ease of using a staining container for the staining and washing steps. We did not observe any cross-contamination as a result of staining slides in a staining container. However, Kent and Kubica (9) have indicated that transfer of material in bulk staining tanks may result in false-positive smears. Acid-fast smears may be stained on a staining rack at 37°C after the rhodamine-auramine stain has been prewarmed. Staining of primary specimen smears with rhodamine-auramine at 37°C appears to be more sensitive than staining at room temperature. Therefore, we recommend the use of rhodamine-auramine at 37°C for routine staining of smears for AFB.
